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ABSTRACT . Progress  on  the  development  of  piezoelectric  transducer  arrays  lor  use  In  electronically 
focused  acoustic  imagine,  systems  Is  reported.  Design  techniques  and  experimental  results  are  described 
for  two  types  of  transducer  arrays,  one  utilizing  individual  slotted . array  elements,  and  the  other,  array 
elements  constructed  by  depositing  electrodes  on  a monolithic  slab  of  piezoelectric  ceramic.  Development 
of  lossy,  high  impedance  tungsten-epoxy  matched  backing  material,  necessary  lor  broad  bandwidth  transducer 
arrays,  is  also  described. 


I . Introduction 

A progress  report  on  our  development  of  piezo- 
electric transducer  arrays  for  use  In  acoustic  imaging 
systems  is  presented  in  this  paper.  These  arrays  arc 
formed  of  a large  number  of  small  piezoelectric  ele- 
ments bonded  to  a lossy,  matched  impedance  backing. 
Several  severe  requirements  have  been  imposed  on  these 
arrays,  which  are:  (1)  high  electromechanical  conver- 
sion efficiency,  (2)  broad  bandwidth  operation  of  at 
least  50?  bandwidth,  so  they  can  be  excited  over  a wide 
range  of  frequencies  or  with  short  pulses,  (3)  an  accep- 
tance angle  of  ± 15°  in  some  cases  and  as  much  as  ±30° 
in  others  for  large  aperture  electronic  focusing  sys- 
tems, (!»)  small  cross-coupling  between  the  array  ele- 
ments in  order  that' transducer  elements  can  be  excited 
separately  or  to  insure  large  angle  of  acceptance  in  a 
phased  array,  and  (3)  short  signal  decay  times  in  the 
array  elements  and  backing  so  that  the  same  array  can 
be  used  for  both  transmission  and  reception.  In  addi- 
tion, ease  and  cost  of  fabrication  of  the  arrays  Is  an 
Important  consideration  since  ultimately  two  dimensional 
electronically  focused  imaging  systems  might  use  arrays 
with  as  many  as  10,000  elements. 

The  design  techniques  for  two  types  of  o0  element 
linear  arrays  which  have  been  tested  in  an  electronic- 
ally focused  imaging  system  are  described  here.  These 
arrays  are  designed  to  have  1.27  cm  long  elements  with 
a 1.27  mm  center-to -center  spacing.  They  are  soldered 
down  to  a lead  backing,  which  has  an  impedance  of 
22  (*  105  cgs  Rayls)  where  PZT-5A  has  an  Impedance  of 
31*.  Individual  elements  of  rectangular  cross-section, 
constructed  by  diamond  sawing  through  a slab  of  PZT-5A 
already  bonded  to  the  lead  backing,  Is  utilized  in  one 
type  of  array.  The  cross-coupling  between  the  elements 
Is  minimized  by  the  physical  separation  of  the  elements. 
A high  effective  k^  = 0.1*77  has  been  obtained  in  these 
structures.  The  center  frequency  and  the  7C£  bandwidth 
obtained  in  short  test  arrays  are  determined  by  choos- 
ing the  elements  to  have  a suitable  cross-sectional 
configuration  and  by  the  use  of  a matched  backing. 1 A 
broad  angle  of  acceptance  of  ±32°  has  been  obtained  in 
short  test  arrays  by  keeping  the  width  of  element  less 
than  a wavelength  in  water. 

A second  kind  of  array  has  been  constructed  by 
depositing  metal  electrodes  by  standard  photolithography 
techniques  onto  a slab  of  piezoelectric  material  mounted 
on  a matched,  lossy  backing. -»5  Electrical  cross- 
coupling between  the  elements  is  minimized  by  depositing 
ground  electrodes  in  between  the  elements  of  the  array. 

A ± 16°  acceptance  angle  limited  by  the  longitudinal 
wave  critical  angle  between  water  and  PZT-'iA  ceramic  Is 
obtained  by  acoustic  Impedance  matching  with  a thick 
lead  backing.  An  acceptance  angle  of  ±25°  for  this  type 
of  array  has  been  obtained  by  using  a lower  velocity 
piezoelectric  ceramic,  lend  metanlobatc.  The  PZT-5A 
array  on  a lend  backing  has  given  a 30/  bandwidth.  The 
k^  of  this  type  of  array  la  about  one-half  that  of  the 
slotted  array.  However,  this  array  is  potentially  most 
useful  in  high  frequency  applications  or  for  large  two- 
dimensional  arrays  with  very  many  elements  where  fab- 
rication problems  arc  most  sovora. 


Jn  both  kinds  of  arrays  described,  the  transducer 
characteristics  are  largely  determined  by  the  acoustic 
impedance  matching  of  the  piezoelectric  material  to  a 
high  loss,  high  impedance  backing  material.  An  ade- 
quate backing  for  both  kinds  of  arrays  has  been  pro- 
vided by  soldering  PZT-3A  or  lead  metaniobatc  ceramic 
with  N1  - Cr  electrodes  to  lead,  which  has  an  acoustic 
Impedance  of  £2  and  a plane  wave  loss  of  3.1  dB/cm  at 
2 MHz.  However,  since  the  loss  mechanism  in  lead 
appears  to  be  caused  by  scattering  into  incoherent 
sound  waves  which  themselves  have  very  slow  decay 
rates,  the  dynamic  range  of  an  array  with  elements 
serving  as  both  receiving  and  transmitting  transducers 
or  with  interlaced  receiving  and  transmitting  trans- 
ducers is  severely  limited.  Tungsten- loaded  epoxy 
backings  have  higher  loss  and  much  faster  multimode 
decay  rates.  Consequently,  these  backings  allow  great- 
er receiver  sensitivity  and  dynamic  range  than  lead 
backings.  Results  of  experiments  with  tungsten- loaded 
epoxy  backings  are  reported  in  which  high  acoustic  im- 
pedance material  up  to  Z„  = '-0  with  plane  wave  loss 
of  at  least  10  dB/cm  in  Zg  = St  material  have  been 
fabricated.  Techniques  to  minimize  the  effect  of  the 
bond  thickness  between  the  ceramic  and  the  backing  are 
reported  as  well  as  results  with  a simple  large  area 
transducer  to  test  the  bonding  procedures  and  basic 
theory.  * 

II.  Slotted  Transducer  Arrays 

Experiments  have  been  carried  out  with  lead-backed 
PZT-3A  transducers  in  which  the  poling  direction 
(z-axis)  corresponds  to  the  thickness  dllatational  mode 
of  large  area  plates.  These  transducers  have  been  slot- 
ted so  that  the  width  (U ) of  the  element  (x-axis)  is 
comparable  to  the  height  (11)  of  the  element  (z-axis). 
The  length  (L)  of  the  element  (y-axis)  is  large  com- 
pared to  the  width  and  the  height.  In  the  case  where 
U < 0.6H  , a theory  has  been  carried  out  from  which  the 
electrical  impedance  of  the  transducer  elements  has  been 
predicted.  As  long  as  the  width  of  the  element  is  fair- 
ly small  compared  to  the  height,  it  is  assumed  that 
there  Is  no  longitudinal  stress  in  the  x direction, 
or  T}(x,z)  s 0 . In  the  nonpiezoelectrlc  case,  the 
effective  stiffness  constant  is  calculated,  assuming 
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By  applying  this  boundary  condition  to  the  piezo- 
electric case,  assuming  D (x.z)  " 0 and  open  circuit 
conditions  so  that  D (Xjz’l  E 0 , a piezoelectrics  1 ly 
stiffened  clastic  constant  can  be  obtained 
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where 


ED  2 

Using  the  modified  relations  for  C , Ci,  , and  k',  , 

and  substituting  in  the  physical  cof)5tantS'’of  PZT-5A,'" 
the  lowered  effective  stiffened  velocity  and  impedance 
arc  calculated  to  be 


v'  = va  (1  4 k'2)  = 3.78(10)5  cm/sec  (1») 

K ” = 29-3(10)5  cgs  Rayls  . (5) 

a no  a 

p 

The  electromagnetic  coupling  constant  is  found  to 

be  0.^77  and  the  zero  strain  dielectric  constant  is 
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Using  the  effective  values  of  the  transducer  con- 
stants in  the  standard  three-port  model  of  a backed 
transducer, ^ the  electrical  input  impedance  of  the 
transducer  element  is  determined  to  be 
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1 kf  (ZB/Z')  sin0'H  + 2J(1  - cos  0'H) 

sin  P'H  - i(ZB/Z')cosB'  H 


(7) 


where  C'  is  the  effective  zero  strain  capacitance, 
is  tfie  effective  stiffened  propagation  constant, 

H Is  the  height  of  the  element,  and  Zg  is  the  back- 
ing material  impedance.  The  calculated  electrical  imped- 
ance of  a lead-backed  PZT-5A  transducer  element  0.635  cm 
high,  0.381mm  wide,  and  12.73W1  long  is  compared  to 
the  magnitude  and  phase  of  the  electrical  impedance  of 
the  transducer  in  Fig.  1.  It  is  assumed  that  the  effec- 
tive impedance  of  the  lead  is  22  as  in  the  infinite  case, 
although  variational  analysis  theories  lead  us  to  be- 
lieve that  the  effective  lnq>edance  seen  by  a finite  ele- 
ment should  be  higher  than  this  value.  With  this  assump- 
tion, excellent  agreement  between  the  experimental  and 
theoretical  impedance  phase  angle  as  a function  of  fre- 
quency is  observed.  The  shape  of  the  impedance  magni- 
tude as  a function  of  frequency  also  shows  excellent 
agreement,  but  there  is  a 30'  level  shift  in  magnitude. 
This  level  shift  is  felt  to  be  attributable  to  an  over- 
all scale  factor  which  appears  to  be  due  to  a lower 
value  of  the  zero-strain  capacitance  than  would  be  pre- 
dicted from  the  manufacturer's  values  for  Ci*  or  the 
measured  values  of  in  larger  samples  01  the  same 

material.  As  will  be  seen  from  the  figures,  broad  band- 
width response  of  the  transducer  is  obtained. 


For  transducer  element  widths  nearly  equal  to  ele- 
ment heights,  the  simplifying  assumption  of  zero  stress 
in  the  x direction  is  no  longer  valid  and  a sharp 
transverse  resonance  peak  with  relatively  small  damping 
appears;  this  gives  a double-peaked  electrical  imped- 
ance response  and  consequently  narrow  bandwidth.  Thus, 
square  cross-section  transducers  should  be  avoided  if 
broadband  operation  is  desired.  Transducer  elements 
of  this  type,  where  the  width  is  much  greater  than  the 
height,  will  also  give  broadband  operation  in  the  thick- 
ness dllatatlonal  mode  since  the  transverse  mode  reso- 
nance will  be  much  lower  in  frequency  than  the  thick- 
ness dllatatlonal  mode.  However,  care  must  be  exercised 
in  the  use  of  such  elements  if  a wide  acceptance  angle 
is  desired  sinco  the  acceptance  angle  will  be  small  if 
the  width  of  element  in  several  times  the  acoustic  wavc- 
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length  in  water.  Furthermore,  the  stress  fields  in 
this  mode  arc  nonuniform  and  the  coupling  to  them  tends 
to  be  weak  if  the  elements  are  only  one  or  two  wave- 
lengths wide. 


FIG.  l--Conq>arison  of  theoretical  vs  experimental  elec- 
trical impedance  of  slotted  test  array  element. 
Element  size  is  0.581  mm  wide,  0.635  high, 
1.27  cm  long.  Test  array  is  built  of  variable 
element  width  lead-backed  PZT-5A. 


For  these  reasons,  the  element  cross-section  for 
the  final  60-element  array  used  in  the  electronically 
focused  system  of  elements  was  designed  to  be  0 . 6j> 5 mm 
high  and  O.38I  mm  wide.  Two  elements  on  0-t5J  mm 
center-to-center  spacing  were  connected  in  parallel  to 
form  one  receiving  or  transmitting  element . This  design 
has  the  advantages  of  redundancy  and  high  coupling  ob- 
tained with  tall  elements. 


The  angular  acceptance  of  a slotted  transducer  ele- 
ment is  easily  obtained  from  integration  over  the  width 
of  the  transducer  of  the  phase  variation  of  a constant 
amplitude  plane  wave  incident  at  an  angle  0 to  the 
surface  normal.  The  output  voltage  for  a plane  wave  of 
unit  amplitude  incident  on  the  transducer  is  found  to 
be 
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sin  | ^ sin  0 j 
k fsine 
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where  k is  a constant.  So  the  5 dF  acceptance  angle 

Is 


(9) 


The  theoretical  angular  acceptance  of  a single  backed 
O.635  mu  wide  transducer  1 .092  mm  high  in  an  array  with 
a period  spacing  of  1.19k  mm  is  compared  in  Fig.  . with 
the  measured  angular  acceptance  at  ? MHz.  The  agree- 
ment is  fairly  good,  and  the  acceptance  angle  continues 
to  be  wide  over  a broad  frequency  range. 


The  deviation  irom  the  theoretical  prediction  for 
angle  of  acceptance  appears  to  be  caused  by  cross- 
coupling to  adjacent  array  elements.  If  the  coupling 
is  very  strong,  the  transducer  array  appears  to  be  a 
simple  wide  transducer  with  a concomitant  narrow  angle 
of  acceptance  for  each  clement.  Thus,  acceptance  anglu 
measurements  yield  a good,  if  Indirect,  measure  of  the 
amount  of  cross-coupling  between  narrow  array  elements. 
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In  Fig.  the  size  of  the  peaks  at  0°,  and  ± PJ°  can  be 
reduced  simply  by  short-clrcuitini;  the  adjacent  ele- 
ments. The  origins  of  the  cross-coupling  seen  in  these 
arrays  are  not  completely  understood,  but  at  present, 
it  is  certain  that  the  interstices  between  array  ele- 
ments should  be  free  of  high  dielectric  constant  mate- 
rial like  water.  There  is  also  evidence  that  waves  can 
propagate  along  a thick  continuous  surface  layer  which 
is  bonded  to  the  face  of  the  array  and  so  strongly  cou- 
ple the  elements  together.  Further  work  is  necessary  in 
this  area,  and  it  is  clear  that  cross-coupling  can  be  a 
severe  problem  in  these  transducer  arrays. 
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compared  to  a wavelength  at  ,'-.7  MHz  so  that  the  angu- 
lar response  is  unaffected  by  the  phase  variation 
acrosB  the  width  of  the  electrode. 


FIG.  3--Comparison  of  theoretical  vs  experimental  rela- 
tive output  power  Pf@)  as  function  of  angle 
of  acceptance  of  monolithic  test  array  element. 
Element  size  is  0.279  mm  wide,  cm  long. 

Test  array  is  built  of  1.092  mm  thick  lead- 
backed  PZT-5A  with  I.52I*  ami  element  spacing. 


FIG.  2--Comparison  of  theoretical  vs  experimental  rela- 
tive output  power  P(9)  as  function  of  angle 
of  acceptance  of  slotted  test  array  element. 
Element  size  is  0.635  mm  wide,  1.092  mm  high. 
Test  array  is  built  of  lead-backed  PZT-5A  with 
1.191*  mm  element  spacing. 


III.  Monolithic  Transducer  Arrays 


A second  type  of  transducer  array  suitable  for 
acoustic  imaging,  which  utilizes  an  acoustically  matched 
monolithic  slab  of  piezoelectric  ceramic  onto  which  in- 
dividual electrodes  have  been  deposited  to  form  indi-^ 
vidual  array  elements,  has  been  previously  described. 

The  results  of  experiments  with  a five-element  array 
constructed  by  soldering  1.092  inn  thick  PZT-5A  onto  a 
thick  lead  backing  have  verified  the  basic  theory  of  the 
device.  In  this  case,  the  array  elements  were  con- 
structed by  depositing  58  mm  long,  0.279  ™1  wide  Cr-Au 
electrodes  on  1.52b  mm  centers  onto  the  face  of  the 
ceramic  slab.  In  addition,  a tO-element  device  has  been 
constructed  using  O.635  mm  PZT-5A  soldered  onto  a thick 
lead  backing.  This  array,  like  the  slotted  array,  has 
been  successfully  used  as  an  interlaced  50-element 
focused  transmitter  and  50-olcmont  focused  receiver  in  a 
B-scan  imaging  system  and  as  a 30-elomont  focused  trans- 
mitter in  a C-scan  transmission  imaging  system.1-' 


This  array  is  operated  on  the  principle,  that  by 
impedance  matching  the  piezoelectric  ceramic  slab  to 
lower  the  Q of  the  resonator  and  to  prevent  plane  wave 
reflection  at  the  matched  face  of  the  resonator,  the 
angle  of  acceptance  will  approach  the  longitudinal 
critical  angle  of  the  ceramic.  Tho  theory  of  the  point 
response  of  the  resonator  ns  a function  of  angle  and 
frequency  lias  been  previously  described.  A comparison 
of  theoretical  output  power  l’(t»)  of  the  five-clement 
test  array  to  the  measured  output  power  with  adjacent 
electrodes  shorted  is  shown  in  Fig.  Note  that  the 
width  of  (lie  clement  electrode  is  chosen  to  bo  small 


FIG.  b--Effcct  of  grounding  adjacent  elements  on  the 
relative  output  power  P{3)  as  function  of 
angle  of  acceptance  of  monolithic  test  array 
element.  Same  dimensions  as  in  Fig.  5. 


As  can  be  seen  in  Fig.  3,  the  agreement  between 
tho  theoretical  and  measured  angular  responses  is 
quite  good.  The  measured  response,  however,  has  a 
pronounced  peak  at  0 incidence  which  appears  to  be 
caused  by  capacitive  coupling  to  tho  ceramic  material 
surrounding  the  clement  ulertrodu  which  is  not  predicted 
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hy  the  present  point  response  theory.  As  can  be  seen 
In  Fig.  Ii,  the  effect  of  shorting  out  some  ceramic  mate- 
rial near  the  element  under  test,  achieved  l»y  short- 
circuiting  the  adjacent  electrodes,  reduces  this  capaci- 
tive pick-up  considerably.  Shorting  of  all  the  material 
around  the  electrode  further  reduces  tills  pick-up,  and 
the  measured  response  compares  more  closely  to  the  pre- 
dicted point  response.  The  sixty  element  11-scan  array 
utilizes  thin  ground  electrodes  between  the  array  ele- 
ments to  reduce  this  pick-up.  Further  work  has  Indi- 
cated that  large  ground  electrodes  between  the  array 
elements  will  be  necessary  In  order  that  this  measured 
angular  response  will  compare  closely  to  the  predicted 
point  response.  However,  a more  uniform  response  as  a 
function  of  angle  can  In  fact  be  obtained  with  the 
grounded  electrodes  between  the  elements. 

The  bandwldths  of  the  array  elements  reported  here 
are  yfr  as  expected  by  the  simple  impedance  matched 
transducer  theory.  The  electrical  impedance  of  a test 
array  clement  is  shown  in  Fig.  5.  The  flatness  of  the 
Impedance  characteristics  Is  excellent  and  is  much 
flatter  than  predicted  by  a simple  matched  transducer 
theory  in  which  the  only  coupling  term  is  assumed  to  be 
t*  . The  measured  impedance  is  almost  unaffected  by 
shorting  out  the  adjacent  electrodes.  Further  work  is 
necessary  to  predict  the  electrical  impedance  of  the 
array  element  correctly  taking  into  account  the 
coupling  terms  on  the  nonuniform  fields  in  the  trans- 
ducer as  well  as  to  correctly  predict  the  cross  coupling 
effects.  However,  broadband,  high  acceptance  angle 
monolithic  transducer  arrays  can  be  constructed  which 
perform  adequately  in  acoustic  imaging  systems. 
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FIC . ^--Experimental  electrical  Impedance  of  monolithic 
test  array  clement.  Same  dimensions  as  Fig.  3- 


IV . Backing  Materials 

A lossy,  high  Impedance  backing  material  and  a 
suitable  technique  for  attaching  It  to  a transducer  arc 
of  prime  Importance  In  the  construction  of  broadband 
transducer  arrays,  bead  hag  an  acoustic  Impedance  of 
22,  and  has  been  used  as  a backing,  with  the  bond 
achieved  by  soldering.  Good  acoustic  contact  was 
achieved,  and  It  was  thought  that  the  attenuation  In 
lead  would  be  sufficient.  The  plane  wave  attenuation 
In  load  at  2 111/,  was  measured  as  3,.’  dll/cm,  but  It  was 
found  that  this  attenuation  Is  principally  due  to  scat- 
tering rathor  than  absorption,  and  that  the  slowly  de- 
caying scattered  sound  In  the  backing  of  a transducer 
array  severely  limits  tha  receiver  sensitivity  and 


dynamic  range  when  operating  in  a reflection  oxide. 

This  Is  because  transmitted  pulses  propagate  into  the 
backing  and  arc  scattered  Into  strong  Incoherent  sig- 
nals which  appear  as  excess  noise  on  the  array’s  elec- 
trical outputs  during  reception  ol  the  desired  signal. 

In  order  to  obtain  a backing  material  of  similarly 
high  impedance,  but  far  greater  loss,  tungsten-epoxy 
composites  have  been  fabricated.  An  aggregate  01  tung- 
sten particles  of  average  size  ,0  microns  is  pressed 
to  the  desired  density,  and  the  interstices  are  tilled 
by  vacuum  impregnation  with  a low  viscosity  casting 
epoxy,  Dow  Epoxy  Resin  Impedances  in  the  range 

of  8.5  to  1*0  have  been  produced,  and  impedances  in  the 
range  of  20  to  30  have  been  reproducibly  achieved. 
Sasqiles  of  impedance  2--  have  been  found  to  have  loss 
greater  than  10  dB/cm  at  2.7  MHz.  Figure  C shows  the 
velocities  and  Impedances  obtained  by  pressing  the 
powder  before  epoxy  impregnation  to  obtain  various 
final  densities.  Tungsten-epoxy  backings  may  be  glued 
to  transducers  with  the  same  thin  epoxy  used  to  fabri- 
cate them,  or  may  be  cast  in  place. 
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FIG.  6--Acoustlc  Impedances  and  velocities  of  some 
tungsten-epoxy  composites.  The  approximate 
pressure  required  to  achieve  the  given  volume 
fractions  of  tungsten  Is  also  given.  Tungsten 
particles  of  average  size  50  microns. 


To  demonstrate  the  advantage  of  tungsten-epoxy 
over  lead,  nearly  Identical  transducer  assemblies  were 
fabricated;  one  on  lead,  one  on  tungsten-epoxy  of  Im- 
pedance 23.  The  transducers  were  PZT-SA  plates, 

0.635  s»a  thick  and  7-5  im  by  10  im  laterally.  The 
backings  were  cylindrical,  12.5  ««»  In  diameter  and 
20  ran  long.  One  transducer  was  soldered  to  the  lead 
backing,  and  the  other  was  cast  In  piece  on  the 
tungsten-epoxy  backing.  The  transducers  were  shock 
excited,  and  the  decay  rate  of  the  output  noise  of  the 
transducers  was  measured.  The  noise  signal  of  the  lead- 
backed  transducer  decayed  at  0.5  dB/usec,  while  that  of 
the  tungsten -epoxy  backed  transducer  decaved  at  3*3  dB/ 
usee,  some  70  times  faster.  It  is  expected  that  tung- 
sten-epoxy backings  will  eliminate  the  problem  of  back- 
ing noise  In  reflection  mode  operation  of  acoustic 
transducer  arrays. 

Good  acoustic  contact  between  a transducer  and  Its 
backing  Is  essential,  and  Is  not  trivial  to  obtain  with 
tungsten-epoxy.  Two  bonding  methods  have  been  used: 
glueing  and  casting  In  place.  The  quality  ol  thesu 
methods  has  been  evaluated  by  fabricating  simple  backed 
disc  transducers  and  measuring  their  alucirlral 
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- znmfcdances  as  functions  of  frequency.  These  measure- 
ments arc  compared  with  a theory  which  models  the  bond- 
ing layers  ns  short  transmission  line  sections,  the 
etfcctlvc  thicknesses  of  the  bonding  layers  are  thus 
estimated.  Figure  'flu)  shows  experimental  data  for 
the  magnitudes  of  electrical  Impedance  ot  two  0.'  J3  mm 
thick  PZT-5A  transducers,  normalized  to  one  square 
centimeter  area.  Both  are  on  tungsten-epoxy  backings 
of  inq>cdancc  f}.  One  was  epoxied  on,  the  other  tinned 
and  cast  in  place.  The  purpose  of  the  tinning  was  to 
provide  a soft  layer  into  which  the  tungsten  particles 
could  embed.  Improving  the  acoustic  contact.  For  com- 
parison, theoretical  plots  corresponding  to  a perfect, 
zero  thickness  bond;  a 12.5  micron  epoxy  bond;  and  a 
two-layer,  15  micron  lead  - 5 micron  epoxy  bond  are 
shown.  Figure  7(b)  gives  the  corresponding  phase 
variations  of  the  electrical  impedances. 

The  cast  in  place  transducer  is  sufficiently  well 
bonded  to  possess  5 bandwidth,  the  value  predicted 
by  the  Mason  model ^ for  a perfectly  bonded  PZT-JA  trans- 
ducer on  a backing  of  impedance  2J.  The  phase  of  the 
acoustic  output  relative  to  the  electrical  input  of  one 
such  transducer  was  measured  at  various  frequencies  by 
J.  Souquct  and  was  found  to  agree  extremely  well  with 
that  predicted  by  the  same  model.  Cast  in  place  tung- 
sten-epoxy on  a tinned  transducer  achieves  adequate 
acoustic  contact  for  acoustic  transducer  array  appli- 
cations . 


00 

FIG.  7 — Effect  of  bonding  on  electrical  impedance  of  a 
disc  transducer.  PZT-5A  disc,  1 cm^  area, 

O.635  mm  thickness,  backing  impedance  23- 
Theoretical  plots  for  perfect,  zero  thickness 
bond;  12.5  M epoxy  bond;  and  15  u lead  t 5 u 
epoxy  bond.  Experimental  points  for  epoxy 
glued  bond  and  tinned  and  cast  in  place  bond. 

(a)  Magnitude  of  Impedance; 

(b)  Phase  of  impedance. 
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